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A Change 4

# Zero in this column indicates an original page.

LIST OF EFFECTIVE PAGES

Insert latest changed pages; dispose of superseded pages in accordance with applicable regulations.

NOTE: On a changed page, the portion of the text affected by the latest change is indicated by a vertical line, or other
change symbol, in the outer margin of the page. Changes to illustrations are indicated by miniature pointing
hands. Changes to wiring diagrams are indicated by shaded areas.

Dates of issue for original and changed pages are:

Original 1 Apr 2001. . . . . . . . . . . .
Change 1 1 Sep 2002. . . . . . . . . . .

(Incorp IRAC 1)

Change 2 1 Jun 2003. . . . . . . . . . . .
(Incorp IRAC 2)

Change 3 1 Jan 2004. . . . . . . . . . . .
Change 4 1 Aug 2004. . . . . . . . . . .

Total number of pages in this manual is 560, consisting of the following:

Page #Change
No. No.

Page #Change
No. No.

Page #Change
No. No.

Title 4. . . . . . . . . . . . . . . . . . . . . .
A — B 4. . . . . . . . . . . . . . . . . . . .
C Blank 4. . . . . . . . . . . . . . . . . . .
i — ii 4. . . . . . . . . . . . . . . . . . . . .
iii — iv 0. . . . . . . . . . . . . . . . . . . .
v 2. . . . . . . . . . . . . . . . . . . . . . . . .
vi — viii 0. . . . . . . . . . . . . . . . . .
ix 1. . . . . . . . . . . . . . . . . . . . . . . .
x — xi 0. . . . . . . . . . . . . . . . . . . .
xii 2. . . . . . . . . . . . . . . . . . . . . . . .
xiii 0. . . . . . . . . . . . . . . . . . . . . . .
xiv Blank 0. . . . . . . . . . . . . . . . . .
1-1 — 1-3 3. . . . . . . . . . . . . . . . .
1-4 Blank 3. . . . . . . . . . . . . . . . . .
2-1 4. . . . . . . . . . . . . . . . . . . . . . .
2-2 0. . . . . . . . . . . . . . . . . . . . . . .
2-3 — 2-4 3. . . . . . . . . . . . . . . . .
3-1 — 3-4 0. . . . . . . . . . . . . . . . .
3-5 — 3-6 4. . . . . . . . . . . . . . . . .
3-7 — 3-10 0. . . . . . . . . . . . . . . .
3-11 4. . . . . . . . . . . . . . . . . . . . . .
3-12 — 3-15 2. . . . . . . . . . . . . . .
3-16 — 3-17 0. . . . . . . . . . . . . . .
3-18 Blank 0. . . . . . . . . . . . . . . . .
4-1 — 4-6 0. . . . . . . . . . . . . . . . .
4-7 1. . . . . . . . . . . . . . . . . . . . . . .
4-8 0. . . . . . . . . . . . . . . . . . . . . . .

4-9 2. . . . . . . . . . . . . . . . . . . . . . .
4-10 1. . . . . . . . . . . . . . . . . . . . . .
4-11 — 4-55 0. . . . . . . . . . . . . . .
4-56 Blank 0. . . . . . . . . . . . . . . . .
5-1 — 5-16 0. . . . . . . . . . . . . . . .
6-1 — 6-4 0. . . . . . . . . . . . . . . . .
6-5 1. . . . . . . . . . . . . . . . . . . . . . .
6-6 0. . . . . . . . . . . . . . . . . . . . . . .
6-7 1. . . . . . . . . . . . . . . . . . . . . . .
6-8 — 6-10 0. . . . . . . . . . . . . . . .
6-11 1. . . . . . . . . . . . . . . . . . . . . .
6-12 2. . . . . . . . . . . . . . . . . . . . . .
6-13 — 6-32 0. . . . . . . . . . . . . . .
6-33 1. . . . . . . . . . . . . . . . . . . . . .
6-34 — 6-40 0. . . . . . . . . . . . . . .
6-41 1. . . . . . . . . . . . . . . . . . . . . .
6-42 — 6-70 0. . . . . . . . . . . . . . .
7-1 — 7-2 1. . . . . . . . . . . . . . . . .
7--3 0. . . . . . . . . . . . . . . . . . . . . . .
7--4 1. . . . . . . . . . . . . . . . . . . . . . .
7-5 — 7-6 0. . . . . . . . . . . . . . . . .
7-7 1. . . . . . . . . . . . . . . . . . . . . . .
7-8 — 7-11 0. . . . . . . . . . . . . . . .
7-12 1. . . . . . . . . . . . . . . . . . . . . .
7-13 0. . . . . . . . . . . . . . . . . . . . . .
7-14 2. . . . . . . . . . . . . . . . . . . . . .
7-15 — 7-31 0. . . . . . . . . . . . . . .

7-32 1. . . . . . . . . . . . . . . . . . . . . .
7-33 — 7-38 0. . . . . . . . . . . . . . .
7-39 1. . . . . . . . . . . . . . . . . . . . . .
7-40 — 7-41 0. . . . . . . . . . . . . . .
7-42 1. . . . . . . . . . . . . . . . . . . . . .
7-43 — 7-45 0. . . . . . . . . . . . . . .
7-46 1. . . . . . . . . . . . . . . . . . . . . .
7-46A 1. . . . . . . . . . . . . . . . . . . . .
7-46B Blank 1. . . . . . . . . . . . . . .
7-47 — 7-60 0. . . . . . . . . . . . . . .
7-61 — 7-62 1. . . . . . . . . . . . . . .
8-1 — 8-27 0. . . . . . . . . . . . . . . .
8-28 Blank 0. . . . . . . . . . . . . . . . .
9-1 — 9-27 0. . . . . . . . . . . . . . . .
9-28 Blank 0. . . . . . . . . . . . . . . . .
10-1 0. . . . . . . . . . . . . . . . . . . . . .
10-2 1. . . . . . . . . . . . . . . . . . . . . .
10-2A — 10-2B 2. . . . . . . . . . . .
10-3 — 10-4 0. . . . . . . . . . . . . . .
10-5 2. . . . . . . . . . . . . . . . . . . . . .
10-6 — 10-9 0. . . . . . . . . . . . . . .
10-10 2. . . . . . . . . . . . . . . . . . . . .
10-11 — 10-12 0. . . . . . . . . . . . .
10-13 2. . . . . . . . . . . . . . . . . . . . .
10-14 — 10-15 1. . . . . . . . . . . . .
10-16 — 10-17 0. . . . . . . . . . . . .
10-18 1. . . . . . . . . . . . . . . . . . . . .

Major changes resulting from this change are as follows:

1. Incorporation of Aircraft Accident Report Inspection information.
2. Miscellaneous changes.
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Page #Change
No. No.

Page #Change
No. No.

Page #Change
No. No.

10-19 — 10-22 0. . . . . . . . . . . . .
10-23 1. . . . . . . . . . . . . . . . . . . . .
10-24 — 10-26 0. . . . . . . . . . . . .
10-27 — 10-28 1. . . . . . . . . . . . .
10-29 — 10-32 0. . . . . . . . . . . . .
10-33 1. . . . . . . . . . . . . . . . . . . . .
10-34 — 10-36 0. . . . . . . . . . . . .
10-37 1. . . . . . . . . . . . . . . . . . . . .
10-38 0. . . . . . . . . . . . . . . . . . . . .
10-39 — 10-40 0. . . . . . . . . . . . .
10-41 — 10-42 4. . . . . . . . . . . . .
10-42A 4. . . . . . . . . . . . . . . . . . . .
10-42B Blank 4. . . . . . . . . . . . . .
10-43 1. . . . . . . . . . . . . . . . . . . . .
10-44 Blank 1. . . . . . . . . . . . . . . .
11-1 0. . . . . . . . . . . . . . . . . . . . . .
11-2 4. . . . . . . . . . . . . . . . . . . . . .
11-3 — 11-5 0. . . . . . . . . . . . . . . .
11-6 1. . . . . . . . . . . . . . . . . . . . . .

11-7 2. . . . . . . . . . . . . . . . . . . . . .
11-8 — 11-15 0. . . . . . . . . . . . . .
11-16 Blank 0. . . . . . . . . . . . . . . .
12-1 0. . . . . . . . . . . . . . . . . . . . . .
12-2 4. . . . . . . . . . . . . . . . . . . . . .
12-3 — 12-7 0. . . . . . . . . . . . . . .
12-8 2. . . . . . . . . . . . . . . . . . . . . .
12-9 — 12-16 0. . . . . . . . . . . . . .
13-1 1. . . . . . . . . . . . . . . . . . . . . .
13-2 — 13-5 0. . . . . . . . . . . . . . .
13-6 1. . . . . . . . . . . . . . . . . . . . . .
13-7 — 13-10 0. . . . . . . . . . . . . .
13-11 1. . . . . . . . . . . . . . . . . . . . .
13-12 2. . . . . . . . . . . . . . . . . . . . .
13-13 — 13-60 0. . . . . . . . . . . . .
14-1 1. . . . . . . . . . . . . . . . . . . . . .
14-2 — 14-5 0. . . . . . . . . . . . . . .
14-6 1. . . . . . . . . . . . . . . . . . . . . .
14-7 — 14-10 0. . . . . . . . . . . . . .

14-11 1. . . . . . . . . . . . . . . . . . . . .
14-12 0. . . . . . . . . . . . . . . . . . . . .
14-13 2. . . . . . . . . . . . . . . . . . . . .
14-14 — 14-67 0. . . . . . . . . . . . .
14-68 Blank 0. . . . . . . . . . . . . . . .
Glossary-1 0. . . . . . . . . . . . . . . . .
Glossary-2 — Glossary-3 3. . . . .
Glossary-4 Blank 3. . . . . . . . . . .
Index-1 4. . . . . . . . . . . . . . . . . . .
Index-2 0. . . . . . . . . . . . . . . . . . .
Index-3 1. . . . . . . . . . . . . . . . . . .
Index-4 — Index-5 0. . . . . . . . . .
Index-6 1. . . . . . . . . . . . . . . . . . .
Index-7 0. . . . . . . . . . . . . . . . . . .
Index-8 1. . . . . . . . . . . . . . . . . . .
Index-9 — Index-34 0. . . . . . . . .
Index-35 1. . . . . . . . . . . . . . . . . .
Index-36 — Index-41 0. . . . . . . .
Index-42 Blank 0. . . . . . . . . . . . .



THIS PAGE INTENTIONALLY LEFT BLANK.



NAVAIR 13-1-6.4-2

TABLE OF CONTENTS

Chapter Page

Change 4 i

1 INTRODUCTION

1-1. General 1-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
1-7. Description of NAVAIR 13-1-6.4-2 1-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
1-16. Supplementary Publications 1-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

2 MAINTENANCE CONCEPTS, SCHEDULING, AND DOCUMENTATION

(Section 2-1. Description)

2-1. General 2-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 2-2. Maintenance Scheduling)

2-5. General 2-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 2-2A. Accident Evaluation)

2-6A. Aircraft Accident Report Inspection 2-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 2-3. Maintenance Documents)

2-7. General 2-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 2-4. Illustrated Parts Breakdown Information)

2-10. General 2-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
2-13. Group Assembly Parts List 2-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
2-22. Numerical Index 2-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

3 OXYGEN EQUIPMENT - GENERAL INFORMATION, SAFETY, AND HANDLING

(Section 3-1. Aircraft Oxygen Systems)

3-1. General 3-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-3. Aircraft Oxygen Systems 3-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-7. Oxygen Breathing Regulators 3-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 3-2. Oxygen Hazards, Safety, and Handling)

3-13. General 3-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-16. Safety Precautions; Oxygen Cleaning Compound MIL-C-81302 3-3. . . . . . . . . . . . . . . .
3-19. Gaseous Oxygen Hazards 3-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-21. General Safety Precautions (Gaseous Oxygen) 3-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-23. Liquid Oxygen Hazards 3-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-30. General Safety Precautions (Liquid Oxygen) 3-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-35. Storage 3-9. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 3-3. Protective Clothing)

3-44. General 3-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 3-4. Aircraft Oxygen System Requirements)

3-47. General 3-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-51. Purging Oxygen Systems 3-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-58. Lox Converter Maintenance 3-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 3-5. Oxygen System Components Maintenance Shop)

3-62. General 3-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-66. Ventilation 3-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-70. Electrical 3-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

TABLE OF CONTENTS (Cont)

Chapter Page

ii Change 4

3-72. Interior Finishing and Fixtures 3-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-77. Tools 3-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-79. Work Area Cleanliness 3-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-81. Personal Cleanliness 3-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-83. Quality Assurance 3-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-85. Training 3-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

4 AIRCRAFT DILUTER DEMAND OXYGEN REGULATORS TYPE AN6004-1, SERIES 2858-A1,
2858-A1A, 2858-B1 AND 2858-C1

(Section 4-1. Description)

4-1. General 4-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-4. Configuration 4-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-6. Function 4-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-8. Service Life 4-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-10. Reference Numbers, Items and Supply Data 4-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 4-2. Modifications)

4-12. General 4-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 4-3. Performance Test Sheet Preparation)

4-14. General 4-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-21. Regulator Performance Tests 4-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 4-4. Maintenance)

4-38. General 4-9. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-44. Inspection 4-9. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-56. Bench Test 4-10. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-69. Disassembly 4-21. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-86. Inspection of Disassembled Regulator 4-28. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-88. Repair 4-28. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-90. Assembly 4-28. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 4-5. Illustrated Parts Breakdown)

4-108. General 4-40. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

5 MINIATURE OXYGEN BREATHING REGULATORS TYPE CRU-79/P

(Section 5-1. Description)

5-1. General 5-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-4. Configuration 5-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 5-2. Modifications)

5-6. General 5-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 5-3. Performance Test Sheet Preparation)

5-8. General 5-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-12. Regulator Performance Tests 5-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 5-4. Maintenance)

5-15. General 5-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-20. Inspection 5-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-29. Bench Test 5-8. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

TABLE OF CONTENTS (Cont)

Chapter Page

iii

6 AIRCRAFT PANEL MOUNTED OXYGEN REGULATORS TYPE MD-1, MD-2, CRU-52/A,
CRU-54/A, CRU-55/A, CRU-57/A, AND CRU-72/A

(Section 6-1. Description)

6-1. General 6-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-5. Configuration 6-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-7. Function 6-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-9. Service Life 6-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-11. Reference Numbers, Items and Supply Data 6-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 6-2. Modifications)

6-13. General 6-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 6-3. Performance Test Sheet Preparation)

6-15. General 6-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-21. Regulator Performance Tests 6-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 6-4. Maintenance)

6-40. General 6-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-46. Inspection 6-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-59. Bench Test 6-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-77. Disassembly 6-30. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-99. Cleaning 6-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-101. Inspection of Disassembled Regulator 6-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-103. Repair 6-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-105. Assembly 6-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 6-5. Illustrated Parts Breakdown)

6-118. General 6-47. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

7 AIRCRAFT PANEL MOUNTED OXYGEN REGULATORS P/N 29255 SERIES

(Section 7-1. Description)

7-1. General 7-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-5. Configuration 7-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-7. Function 7-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-9. Service Life 7-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-11. Reference Numbers, Items and Supply Data 7-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 7-2. Modifications)

7-13. General 7-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 7-3. Performance Test Sheet Preparation)

7-15. General 7-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-21. Regulator Performance Tests 7-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 7-4. Maintenance)

7-40. General 7-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-46. Inspection 7-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-59. Bench Test 7-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-77. Disassembly 7-29. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

TABLE OF CONTENTS (Cont)

Chapter Page

iv

7-94. Cleaning 7-32. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-96. Inspection of Disassembled Regulator 7-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-98. Repair 7-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-100. Assembly 7-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 7-5. Illustrated Parts Breakdown)

7-122. General 7-42. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

8 CHEST-MOUNTED OXYGEN REGULATOR (CRU-82/P) P/N 3260014-0401

(Section 8-1. Description)

8-1. General 8-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-4. Configuration 8-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-6. Function 8-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-8. Reference, Numbers, Items, and Supply Data 8-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 8-2. Modifications)

8-10. General 8-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 8-3. Performance Test Sheet Preparation)

8-12. General 8-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-16. Regulator Performance Tests 8-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 8-4. Maintenance)

8-19. General 8-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-24. Inspection 8-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-35. Bench Test 8-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-44. Disassembly 8-13. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-52. Cleaning 8-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-54. Inspection of Disassembled Parts 8-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-56. Lubrication 8-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-58. Assembly 8-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-66. Alignment, Adjustment, and Calibration 8-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 8-5. Illustrated Parts Breakdown)

8-70. General 8-23. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

9 CHEST-MOUNTED POSITIVE PRESSURE REGULATOR (CRU-88/P) P/N 2900W000

(Section 9-1. Description)

9-1. General 9-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-5. Configuration 9-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-7. Function 9-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-9. Operation 9-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-11. Reference Numbers, Items, and Supply Data 9-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 9-2. Modifications)

9-13. General 9-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 9-3. Performance Test Sheet Preparation)

9-15. General 9-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-19. Regulator Performance Tests 9-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

TABLE OF CONTENTS (Cont)

Chapter Page

Change 2 v

(Section 9-4. Maintenance)

9-22. General 9-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-27. Inspection 9-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-36. Bench Test 9-8. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-43. Adjustments 9-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-46. Cleaning 9-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-48. Disassembly 9-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-50. Cleaning of Disassembled Parts 9-18. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-52. Inspection of Disassembled Parts 9-19. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-54. Assembly 9-19. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 9-5. Illustrated Parts Breakdown)

9-56. General 9-23. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

10 DEMAND OXYGEN REGULATOR TYPE CRU-103/P, P/N F241-2300-3

(Section 10-1. Description)

10-1. General 10-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-5. Configuration 10-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-7. Function 10-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-9. Reference Numbers, Items, and Supply Data 10-2A. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 10-2. Modifications)

10-11. General 10-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 10-3. Performance Test Sheet Preparation)

10-13. General 10-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-17. Regulator Performance Tests 10-8. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 10-4. Maintenance)

10-21. General 10-8. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-25. Inspection 10-9. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-32. Bench Test 10-10. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-44. Disassembly 10-26. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-55. Cleaning of Disassembled Parts 10-29. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-57. Inspection of Disassembled Regulator Parts 10-30. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-59. Lubrication 10-30. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-61. Repair 10-31. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-64. Assembly 10-32. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 10-5. Illustrated Parts Breakdown)

10-74. General 10-39. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

11 PORTABLE BREATHING OXYGEN REGULATOR AND CYLINDER,
TYPE MA-1 (CLIFTON PRECISION TYPE)

(Section 11-1. Description)

11-1. General 11-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-3. Configuration 11-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-5. Service Life 11-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

TABLE OF CONTENTS (Cont)

Chapter Page

vi

(Section 11-2. Modifications)

11-7. General 11-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 11-3. Performance Test Sheet Preparation)

11-9. General 11-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-15. Regulator Performance Tests 11-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 11-4. Maintenance)

11-18. General 11-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-20. Inspections 11-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-34. Bench Test 11-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

12 PORTABLE BREATHING OXYGEN REGULATOR AND CYLINDER,
TYPE MA-1 (SCOTT AVIATION TYPE)

(Section 12-1. Description)

12-1. General 12-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-3. Configuration 12-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-5. Service Life 12-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 12-2. Modifications)

12-7. General 12-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 12-3. Performance Test Sheet Preparation)

12-9. General 12-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-15. Regulator Performance Tests 12-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 12-4. Maintenance)

12-18. General 12-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-20. Inspections 12-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-34. Bench Test 12-8. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

13 AIRCRAFT PANEL MOUNTED OXYGEN REGULATORS 29270 AND 3260011 SERIES

(Section 13-1. Description)

13-1. General 13-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-5. Configuration 13-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-7. Function 13-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-9. Service Life 13-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-11. Reference Numbers, Items and Supply Data 13-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 13-2. Modifications)

13-13. General 13-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 13-3. Performance Test Sheet Preparation)

13-15. General 13-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-21. Regulator Performance Tests 13-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

TABLE OF CONTENTS (Cont)

Chapter Page

vii

(Section 13-4. Maintenance)

13-40. General 13-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-46. Inspection 13-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-59. Bench Test 13-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-76. Disassembly 13-27. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-90. Cleaning 13-31. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-92. Inspection of Disassembled Regulator 13-32. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-94. Repair 13-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-96. Assembly 13-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 13-5. Illustrated Parts Breakdown)

13-117. General 13-41. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

14 AIRCRAFT PANEL MOUNTED OXYGEN REGULATORS, TYPES CRU-73/A AND CRU-68A/A

(Section 14-1. Description)

14-1. General 14-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-5. Configuration 14-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-7. Function 14-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-9. Service Life 14-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-11. Reference Numbers, Items and Supply Data 14-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 14-2. Modifications)

14-13. General 14-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 14-3. Performance Test Sheet Preparation)

14-15. General 14-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-21. Regulator Performance Tests 14-8. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 14-4. Maintenance)

14-40. General 14-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-46. Inspection 14-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-59. Bench Test 14-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-76. Disassembly 14-28. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-98. Cleaning 14-32. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-100. Inspection of Disassembled Regulator 14-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-102. Repair 14-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-104. Assembly 14-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

(Section 14-5. Illustrated Parts Breakdown)

14-117. General 14-47. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

GLOSSARY Glossary-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
ALPHABETICAL INDEX Index-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



LIST OF ILLUSTRATIONS

Figure Title Page

NAVAIR 13-1-6.4-2

viii

3-1. Liquid Oxygen Converter Storage Shelter 3-10. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
3-2. Typical Oxygen Transfer and Components Maintenance Facility 3-17. . . . . . . . . . . . . . . . . . . . . . . .

4-1. Diluter Demand Oxygen Regulator � Pioneer Types 2858-A1 and 2858-A1A 4-1. . . . . . . . . . . . . .
4-2. Diluter Demand Oxygen Regulator � Pioneer Types 2858-B1 and 2858-C1 4-2. . . . . . . . . . . . . . . .
4-3. Schematic Operational Diagram � Normal Flow (View A and B) 4-4. . . . . . . . . . . . . . . . . . . . . . . .
4-4. Performance Test Sheet 4-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-5. Special Tools and Test Equipment 4-22. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-6. Difference Between Demand Valve/Injector Springs 4-31. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-7. Adjustment of Diaphragm Lever 4-32. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-8. Relief Valve Assembly 4-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-9. Positioning of Bellows Dampener in Pressure Reducer Assembly 4-34. . . . . . . . . . . . . . . . . . . . . . .
4-10. Diluter Demand Oxygen Regulator Assembly 4-41. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-11. Cover Assembly � Pioneer Type 2858-B1 and 2858-C1 4-45. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-12. Pressure Reducer Assembly 4-46. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-13. Injector Assembly 4-47. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-14. Emergency Valve Assembly 4-48. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-15. Body and Cover Assembly 4-49. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-16. Air Check Valve and Aneroid Assembly 4-50. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-17. Inlet Orifice and Inlet Valve Matched Assembly 4-51. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-18. Oxygen Flow Indicator � Pioneer Type DJ-2-1 4-52. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

5-1. Miniature Oxygen Breathing Regulator Model 29267-A1/3260024-0101 5-1. . . . . . . . . . . . . . . . .
5-2. Miniature Oxygen Breathing Model 900-002-025-05 5-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-3. Miniature Oxygen Breathing Regulator Model F2700-200C 5-2. . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-4. Miniature Oxygen Breathing Regulator Model 900-002-025-07 5-2. . . . . . . . . . . . . . . . . . . . . . . . .
5-5. Regulator Performance Test Sheet 5-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-6. Aneroid Adjustment Tool for Models 900-002-025-04/-05 5-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-7. Miniature Oxygen Breathing Regulator Model 29267-A1 5-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-8. Miniature Oxygen Breathing Regulator Model 3260024-0101 5-14. . . . . . . . . . . . . . . . . . . . . . . . . . .
5-9. Miniature Oxygen Breathing Regulator Model F2700-200C Pressure Breathing

Aneroid Adjustment 5-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
5-10. Miniature Regulator Model 900-002-025-05 Aneroid Adjustment 5-15. . . . . . . . . . . . . . . . . . . . . . .
5-11. Miniature Regulator Model 900-002-025-07 Aneroid Adjustment 5-15. . . . . . . . . . . . . . . . . . . . . . .

6-1. Aircraft Panel Mounted Oxygen Regulator, Type MD-1, CRU-52/A,
CRU-54/A, CRU-55/A, and CRU-57/A 6-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

6-2. Aircraft Panel Mounted Oxygen Regulator, Type MD-2, CRU-72/A 6-3. . . . . . . . . . . . . . . . . . . . . .
6-3. Regulator Operation 6-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-4. Performance Test Sheet 6-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-5. Wiring Diagram 6-35. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-6. Brass Reducer Adapter 6-35. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-7. Blinker Assembly Adjustments 6-39. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-8. First Stage Relief Valve Adjustment 6-42. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-9. Attachment of 0-160 PSI Pressure Gage to Demand Valve Feed Port

for Leakage and Adjustment Test 6-44. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-10. Attachment of Adapter Fixture to Regulator for Leakage and Adjustment Test 6-44. . . . . . . . . . . . .
6-11. Test Areas, Manifold Inlet Assembly 6-45. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-12. MD-1, MD-2, CRU-52/A, CRU-54/A, CRU-55/A, CRU-57/A

and CRU-72/A Panel-Mounted Oxygen Regulators 6-48. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-13. Mounting Plate and Controls Assembly 6-56. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-14. Blinker Assembly 6-58. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-15. Second Stage Relief Valve Assembly 6-59. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

LIST OF ILLUSTRATIONS (Cont)

Figure Title Page

Change 1 ix

6-16. Emergency Pressure Control Assembly 6-60. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-17. Diluter Plate Control Housing and Check Valve Assembly 6-62. . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-18. Manifold Inlet Assembly 6-64. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-19. Venturi Assembly 6-66. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

7-1. Aircraft Panel Mounted Oxygen Regulator, Low Pressure, P/Ns 29255-10A-A1, 29255-10A-B9,
29255-10A-A2, 29255-10A-A4, 29255-10A-A5, 29255-10A-A9, 29255-10A-A17, 29255-10AB10
(CRU-54/A), 29255-10AB11 (CRU-55/A), 29255-10A-A1A, 29255-10A-B9A, 29255-10A-A2A,
29255-10A-A4A, 29255-10A-A5A, 29255-10A-A9A, 29255-10A-A17A, 29255-10A-B10A, and
29255-10A-B11A 7-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

7-2. Aircraft Panel Mounted Oxygen Regulator, High Pressure, P/Ns 29255-6B-B1, 29255-6B-A1,
29255-6B-A1A, and 29255-6B-B1A 7-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

7-3. Regulator Operation 7-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-4. Performance Test Sheet 7-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-5. Wiring Diagram 7-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-6. 29255 Panel-Mounted Oxygen Regulators 7-43. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-7. Gage and Light Mounting Plate Assembly 7-51. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-8. Inlet Valve Assembly 7-53. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-9. Aneroid and Air Shutoff Valve Assembly 7-55. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-10. Check Valve Adapter and Spring Assembly 7-57. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-11. Manual Safety Pressure Assembly 7-58. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-12. Relief Valve Assembly 7-59. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

8-1. Chest-Mounted Oxygen Regulator (CRU-82/P), P/N 3260014-0401 8-1. . . . . . . . . . . . . . . . . . . . . .
8-2. Chest-Mounted Oxygen Regulator (CRU-82/P) Schematic Diagram 8-3. . . . . . . . . . . . . . . . . . . . .
8-3. Regulator Performance Test Sheet 8-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-4. Gas Loading Valve/Aneroid Mounting Disc Assembly Dimensions 8-18. . . . . . . . . . . . . . . . . . . . . .
8-5. Lever Height Gage 8-21. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-6. Lever Height Adjustment 8-22. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-7. Chest-Mounted Oxygen Regulator (CRU-82/P) 8-24. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

9-1. Chest-Mounted Positive Pressure Regulator (CRU-88/P), P/N 2900W000 9-1. . . . . . . . . . . . . . . . .
9-2. Chest-Mounted Positive Pressure Regulator (CRU-88/P) Schematic Diagram 9-3. . . . . . . . . . . . . .
9-3. Regulator Performance Test Sheet 9-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-4. Demand Valve Lever Height Adjustment Tool 9-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-5. Lever Height Adjustment 9-21. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-6. Chest-Mounted Positive Pressure Regulator 9-24. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

10-1. Demand Oxygen Regulator, Type CRU-103/P 10-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-1A. Demand Oxygen Regulator, Type CRU-103/P, OBOGS, LOX, and E-2C Configurations 10-2A. . . . .
10-2. Demand Oxygen Regulator Schematic 10-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-3. Performance Test Sheet Preparation 10-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-4. Special Tools and Test Equipment 10-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-5. Test Stand Altitude Chamber Bench Test Arrangement 10-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-6. Screen Adjustment 10-21. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-7. Diaphragm Cover Lapped Surface Identification 10-27. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-8. Seat Lapped Surface Identification 10-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-9. Cable Ball and Bell Crank Fork Assembly 10-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-10. Bracket and Bell Crank Assembly 10-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-11. Screen Initial Orientation 10-36. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-12. Diaphragm Orientation 10-36. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-13. Valve Lapped Surface Identification 10-37. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-14. Check Valve Installation on Valve 10-37. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

LIST OF ILLUSTRATIONS (Cont)

Figure Title Page

x

10-15. Diaphragm Cover Alignment 10-38. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-16. Valve and Seat Lapped Surface Identification 10-39. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-17. Demand Oxygen Regulator, CRU-103/P 10-40. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

11-1. Portable Breathing Oxygen Cylinder and Regulator, Type MA-1 11-1. . . . . . . . . . . . . . . . . . . . . . . .
11-2. Performance Test Sheet Preparation 11-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-3. Type MA-1 Portable Breathing Oxygen Cylinder and Regulator 11-10. . . . . . . . . . . . . . . . . . . . . . . . .
11-4. Adjustment of 30M, 42M, and EMER Springs 11-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

12-1. Portable Breathing Oxygen Cylinder and Regulator Type MA-1 12-1. . . . . . . . . . . . . . . . . . . . . . . . .
12-2. Performance Test Sheet Preparation 12-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-3. Type MA-1 Portable Breathing Oxygen Cylinder and Regulator 12-9. . . . . . . . . . . . . . . . . . . . . . . . .
12-4. Adjustment of 30M, 42M, and EMER Springs 12-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

13-1. Aircraft Panel Mounted Oxygen Regulator, Low Pressure, P/Ns 29270-10A-B1,
29270-10A-B2, 29270-10A-A1, 3260011-0701, and 3260011-0101 13-2. . . . . . . . . . . . . . . . . . . . .

13-2. Regulator Operation 13-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-3. Performance Test Sheet 13-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-4. Wiring Diagram 13-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-5. Inlet Valve Toggle Assembly 13-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-6. Aircraft Panel Mounted Regulators, 29270 and 3260011 13-42. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-7. Gage and Light Mounting Plate Assembly 13-48. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-8. Manual Safety Pressure Assembly 13-50. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-9. Test Port Assembly 13-51. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-10. Inlet Valve Assembly 13-52. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-11. Adapter and Spring Assembly, Check Valve 13-54. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-12. Aneroid Assembly 13-55. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-13. Relief Valve Assembly 13-56. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-14. Diaphragm Assembly 13-57. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

14-1. Aircraft Panel Mounted Oxygen Regulator, Types CRU-68A/A, CRU-73/A,
and CRU-92/A 14-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

14-2. Regulator Operation 14-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-3. Performance Test Sheet 14-6. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-4. Wiring Diagram 14-33. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-5. Blinker Assembly Adjustments 14-38. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-6. First Stage Relief Valve Adjustments 14-42. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-7. Brass Reducer Adapter 14-43. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-8. Attachment of 0-160 Pressure Gage to Demand Valve Feed Port

for Leakage and Adjustment Test 14-44. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-9. Attachment of Adapter Fixture to Regulator for Leakage and Adjustment Test 14-44. . . . . . . . . . . . .
14-10. Test Areas, Manifold Inlet Assembly 14-45. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-11. Aircraft Panel Mounted Oxygen Regulator, Types CRU-73/A, CRU-68A/A,

and CRU-92/A 14-48. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-12. Mounting Plate and Controls Assembly 14-55. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-13. Blinker Assembly 14-57. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-14. Second Stage Relief Valve Assembly 14-58. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-15. Emergency Pressure Control Assembly 14-59. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-16. Diluter Plate Control Housing and Check Valve Assembly 14-61. . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-17. Manifold Inlet Assembly 14-63. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-18. Venturi Assembly 14-64. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

LIST OF TABLES

Table Title Page

xi

2-1. Source, Maintenance and Recoverability (SM&R) Code Definitions 2-4. . . . . . . . . . . . . . . . . . . . .

3-1. Torque Values for Tubing and Fittings 3-8. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

4-1. Leading Particulars 4-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-2. Troubleshooting (High Pressure Leakage Test) 4-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-3. Troubleshooting (Outward Leakage Test) 4-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-4. Troubleshooting (Inward Leakage Test) 4-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-5. Troubleshooting (Flow Indicator) 4-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-6. Troubleshooting (Flow Suction) 4-18. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-7. Troubleshooting (Oxygen Ratio) 4-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-8. Troubleshooting (Aneroid Closure) 4-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-9. Special Tools and Test Equipment List 4-25. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-10. Inspection of Disassembled Regulator 4-29. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-11. Troubleshooting (Pressure Reducer) 4-36. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
4-12. Troubleshooting (Injector Assembly) 4-37. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

5-1. Leading Particulars for Miniature Oxygen Breathing Regulator Type CRU-79/P 5-1. . . . . . . . . . .
5-2. Troubleshooting (Pressure Breathing Test) 5-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

6-1. Leading Particulars 6-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-2. Troubleshooting (Daily, Preflight, Special, Turnaround,

Transfer and Acceptance Inspections) 6-13. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-3. Troubleshooting (Inward Leakage Test) 6-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-4. Troubleshooting (Outlet Leakage Test) 6-18. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-5. Inlet Pressure (Oxygen Supply Valve Leakage Test) 6-19. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-6. Troubleshooting (Oxygen Supply Valve Leakage Test) 6-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-7. Inlet Pressure (Overall Leakage Test) 6-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-8. Troubleshooting (Overall Leakage Test) 6-21. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-9. Troubleshooting (Outward Leakage Test) 6-23. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-10. Troubleshooting (Second Stage Relief Valve Test) 6-24. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-11. Troubleshooting (Flow Suction Test) 6-25. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-12. Troubleshooting (Oxygen Ratio/Aneroid Closure Test) 6-26. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-13. Troubleshooting (Safety Pressure/Pressure Breathing Test) 6-28. . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-14. Troubleshooting (Emergency Pressure Test) 6-29. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
6-15. Inspection of Disassembled Regulator Components 6-36. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

7-1. Leading Particulars 7-3. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-2. Troubleshooting (Daily, Preflight, Special, Turnaround, Transfer

and Acceptance Inspections) 7-13. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-3. Troubleshooting (Inward Leakage Test) 7-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-4. Troubleshooting (Outlet Leakage Test) 7-18. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-5. Troubleshooting (Oxygen Inlet Valve Leakage Test) 7-19. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-6. Troubleshooting (Overall Leakage Test) 7-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-7. Troubleshooting (Outward Leakage Test) 7-23. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-8. Troubleshooting (Relief Valve Test) 7-23. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-9. Troubleshooting (Flow Suction Test) 7-24. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-10. Troubleshooting (Oxygen Ratio/Aneroid Closure Test) 7-26. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-11. Troubleshooting (Safety Pressure/Pressure Breathing Test) 7-27. . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-12. Troubleshooting (Blinker Assembly Test) 7-28. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-13. Troubleshooting (Emergency Pressure Test) 7-29. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
7-14. Inspection of Disassembled Regulator Components 7-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



NAVAIR 13-1-6.4-2

LIST OF TABLES (Cont)

Table Title Page

xii Change 2

8-1. Leading Particulars 8-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-2. Troubleshooting (Overall Leakage Test) 8-9. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-3. Troubleshooting (Demand Valve Leakage Test) 8-10. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-4. Troubleshooting (Safety Pressure Test) 8-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-5. Troubleshooting (Pressure Breathing Test) 8-13. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
8-6. Inspection of Disassembled Regulator 8-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

9-1. Leading Particulars 9-1. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-2. Troubleshooting (Overall and Demand Valve Leakage) 9-10. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-3. Troubleshooting (Safety Pressure Test) 9-13. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
9-4. Troubleshooting (Pressure Breathing Test) 9-14. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

10-1. Leading Particulars 10-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-1A. Demand Oxygen Regulator, Type CRU-103/P Directives 10-5. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-2. Troubleshooting Main Relief Valve Overload Test (Low Pressure) 10-14. . . . . . . . . . . . . . . . . . . . . . .
10-3. Troubleshooting (Vest Relief Valve Overload Test) 10-15. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-4. Troubleshooting (Main Relief Valve Overload Test) 10-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-5. Troubleshooting (Overall Leakage Test) 10-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-6. Troubleshooting (Demand Valve Leakage Test) 10-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-7. Troubleshooting (Safety Pressure Test) 10-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-8. Troubleshooting (Pressure Breathing for Altitude Test) 10-23. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-9. Troubleshooting (Pressure Breathing for g Test) 10-25. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
10-10. Inspection of Disassembled Regulator Components 10-31. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

11-1. Leading Particulars 11-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-2. Troubleshooting (Daily, Preflight, Special, Turnaround, Transfer,

and Acceptance Inspections) 11-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
11-3. Troubleshooting (Overall Leakage Test) 11-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

12-1. Leading Particulars 12-2. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-2. Troubleshooting (Daily, Preflight, Special, Turnaround, Transfer,

and Acceptance Inspections) 12-7. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
12-3. Troubleshooting (Overall Leakage Test) 12-11. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

13-1. Leading Particulars 13-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-2. Troubleshooting (Daily, Preflight, Special, Turnaround, Transfer, and

Acceptance Inspection) 13-13. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-3. Troubleshooting (Inward Leakage Test) 13-16. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-4. Troubleshooting (Outlet Leakage Test) 13-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-5. Troubleshooting (Oxygen Inlet Valve Leakage Test) 13-18. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-6. Troubleshooting (Overall Leakage Test) 13-19. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-7. Troubleshooting (Outward Leakage Test) 13-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-8. Troubleshooting (Relief Valve Test) 13-21. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-9. Troubleshooting (Flow Suction Test) 13-22. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-10. Troubleshooting (Oxygen Ratio/Aneroid Closure Test) 13-24. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-11. Troubleshooting (Safety Pressure/Pressure Breathing Test) 13-25. . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-12. Troubleshooting (Blinker Assembly Test) 13-26. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-13. Troubleshooting (Emergency Pressure Test) 13-27. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-14. Inspection of Disassembled Regulator Components 13-32. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
13-15. Regulator Usable On Codes 13-41. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



LIST OF TABLES (Cont)

Table Title Page

NAVAIR 13-1-6.4-2

xiii/(xiv blank)

14-1. Leading Particulars 14-4. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-2. Troubleshooting (Daily, Preflight, Special, Turnaround, Transfer, and

Acceptance Inspection) 14-12. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-3. Troubleshooting (Inward Leakage Test) 14-17. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-4. Troubleshooting (Outlet Leakage Test) 14-18. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-5. Inlet Pressure (Oxygen Supply Valve Leakage Test) 14-19. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-6. Troubleshooting (Oxygen Supply Valve Leakage Test) 14-19. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-7. Inlet Pressure (Overall Leakage Test) 14-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-8. Troubleshooting (Overall Leakage Test) 14-20. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-9. Troubleshooting (Outward Leakage Test) 14-22. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-10. Troubleshooting (Second Stage Relief Valve Test) 14-23. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-11. Troubleshooting (Flow Suction Test) 14-25. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-12. Troubleshooting (Oxygen Ratio/Aneroid Closure Test) 14-26. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-13. Troubleshooting (Safety Pressure/Pressure Breathing Test) 14-27. . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-14. Troubleshooting (Emergency Pressure Test) 14-28. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-15. Inspection of Disassembled Regulator Components 14-34. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .
14-16. Regulator Usable On Codes 14-47. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .



THIS PAGE INTENTIONALLY LEFT BLANK.




